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ABSTRACT 


The  dark  current,  impulse  and  square-pulse  response 

measurements  of  photoconductive  devices  fabricated  from  two 

different  types  of  materials.  Gallium  Arsenide  with  Chromium 

dopant  (GaAs:Cr)  and  Indium  Phosphide  with  Iron  dopant 

(InP:Fe)  are  reported.  These  devices  have  been  subjected  to 

irradiation  from  the  Naval  Postgraduate  School  S-band 

Electron  Linear  Accelerator  (LINAC)  with  an  energy  of  100  MeV 

13  16 

at  room  temperature.  Fluence  ranged  between  10  and  10 
2 

electrons/cm  .  Dark  current  decreases  with  increasing  fluence 
for  the  GaAs;Cr  devices  whereas  InPtFe  shows  an  increase  in 
the  dark  current.  Both  types  of  materials  exhibit  extremely 
fast  impulse  response  after  the  irradiation.  Electron 
mobility,  drift  velocity  and  response  speed  decrease  with 
increasing  fluence.  Response  speeds  <  100-ps  are  achieved 
by  fast  carrier  relaxation  in  the  semiconductor  due  to  the 
introduction  of  trapping  and  recombination  centers  resulting 
from  the  irradiation  damage.  The  GaAs:Cr,  unlike  the  InP:Fe, 
more  closely  follows  the  longer  square-pulse  exhibiting  no 
nonlinearity.  All  results  are  consistent  with  previously 
investigated  neutron  irradiated  devices. 
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There  has  been  recent  interest  in  the  develocr.ent  cf 
bulk-semiconductor  photoconductors  with  picosecond  carrier 
relaxation  time  to  be  used  as  radiation  detectors.  Data 
on  the  response  of  semiconductor  devices  to  radiation 
dam.age  is  required  for  design  and  development  of  their  use 
in  a  radiation  environment.  These  environments  include 
space  applications,  accelerators,  nuclear  reactors  and 
nuclear  explosions,  each  of  which  involve  specific 
irradiating  particles.  Compact  radiation  detectors  with  a 
high  degree  of  sensitivity  to  photons,  x-rays,  soft  x-rays, 
gamma  rays,  electrons,  protons  and  neutrons  are  being 
developed  by  the  Los  Alamos  National  Laboratory  Electronics 
Division.  The  current  response  of  these  devices,  is  prcpor- 
ticnal  to  the  incident-radiation  intensity  [Ref.  IJ. 

Particles  passing  through  devices  deposit  part  of  their 
energy  into  ionization  and  the  remainder  into  displace.ment . 
The  interaction  with  matter  depends  on  properties  of  both 
the  particle  (mass,  charge,  kinetic  energy)  a.nd  the  carget 
(mass,  charge,  density).  Bulk  device  characteristics  are 
degraded  by  displacement  damage  which  can  decrease  carrier 
mobility,  carrier  concentration  and  carrier  recombination 
lif  eti.me . 

In  the  development  of  these  bulk-semiconductor  radiaoic 
detectors,  irradiating  particles  are  being  utilized  tc 


damage  the  device  thereby  creating  trapping  and  reccmbinacicr 

centers.  The  desired  characteristic,  specifically,  a 

decrease  in  carrier  relaxation  time  resulting  in  response 

time  <  100-ps  is  obtained  while  maintaining  the  sensitivity 

of  the  device.  In  particular,  this  development  entails  the 

use  of  neutrons  with  a  thermal  neutron  flux  of  9.0  x  10^^ 

2 

(neutrons/cm  -sec)  for  periods  ranging  from  2000-4000 
seconds.  Neutron  transmutation  doping  in  the  bulk- 
semiconductor  device  is  impeded  by  the  filtration  of  low- 
energy  neutrons  [Ref.  1].  This  source  is  provided  by  the 
OMEGA  WEST  REACTOR  located  at  the  Los  Alamos  National 
Laboratory . 

In  this  thesis,  discussion  is  presented  on  the  radiation 
effects  of  high  energy  electrons  on  two  different  types  of 
materials.  Before  irradiation,  measurements' of  dark  current, 
impulse  response  (source  response  shorter  than  detector 
carrier  relaxation  time)  and  square-pulse  response  (source 
response  longer  than  detector  carrier  relaxation  time)  were 
made.  The  same  measurements  were  made  after  the  irradia¬ 
tion  to  determine  changes  in  carrier  relaxation  time  giving 
an  indication  of  the  resulting  damage.  These  measurements 
were  carried  out  utilizing  the  processes  of  photoconductivity 

The  purpose  of  the  experiment  reported  here  is  to  deter¬ 
mine  the  effect  of  100  MeV  electron  irradiation  on  these 
bulk-semiconductor  radiation  detectors  and  the  degree  to 
which  the  displacement  effects  can  be  compared  with  those 


of  neutron  irradiated  devices.  It  is  desirable  to  obtain 
similar  results  with  the  charged  particle  source  (100  MeV 
electrons)  as  has  been  demonstrated  with  the  neutron  source. 


THEORY 


A.  IRRADIATION 

1 .  Interaction  of  Electrons  with  Matter 

Electrons  incident  on  a  semiconductor  interact  with  the 
atoms  primarily  through  the  process  of  Coulomb  scattering.  The 
electron  path  may  be  deflected  through  large  angles  and  ranges 
may  vary  widely  even  for  electrons  of  the  same  energy.  The 
electron  energy  loss  per  collision  may  be  very  high. 

At  an  energy  of  100  KeV,  the  electrons  lose  energy 
partly  due  to  ionization  of  the  atoms  and  partly  due  to 
Bremsstrahlung  (radiation  loss) .  Stopping  power  is  defined  as 
the  amount  of  energy  lost  by  a  particle  per  unit  length  of  path 
through  the  stopping  material.  For  electrons,  the  total  stopping 
power  is  divided  into  two  components:  1)  collision  stopping 
power — the  average  energy  loss  per  unit  pathlength  due  to  inelas¬ 
tic  Coulomb  collisions  with  bound  atomic  electrons  of  the  medium 
resulting  in  ionization  and  excitation,  and  2)  radiative  stopping 
power — the  average  energy  loss  per  unit  pathlength  due  to  the 
emission  of  bremsstrahlung  in  the  electric  field  of  the  atomic 
nucleus  and  of  the  atomic  electrons  [Ref.  2] .  As  the  electron 
traverses  its  path,  energy  going  into  ionization  and  excitation 
is  absorbed  by  the  target  relatively  close  to  the  path.  Energy 
lost  through  bremsstrahlung  travels  farther  from  the  path  before 
being  absorbed. 


a.  Electron  Mass  Collision  Stopping  Power 

The  electron  mass  collision  stopping  power  is 
calculated  according  to  3ethe '  s  stopping  power  -cheery  -osing  che 
formulation  of  Rohrlich  and  Carlson  [Ref.  3] 


P  aX^ 


collision 


27TN  r^mc^Z  2  t  - 

- ^ - {ln(Y)^  +  ln{l+y)  +  F  (r) 

3  A 


(1) 


where : 


-  2  T 

F  (T)  =  (1-5  )  [1  -  [2T+l]ln  2] 


The  collision  stopping  power  of  a  compound  can  be  approxiicated 
by  the  weighted  sum  of  stopping  powers  of  the  atomic  constitu¬ 
ents  of  the  compound.  In  formula  1,  the  following  replacements 
are  applicable. 


Z/A  by  <Z/A>  =  i  w. (Z./A. ) 

-i  J  J  J 


In  I  by  In  I  =  T  Wj(Zj/Aj)  In  1^]/<Z/A-  (2) 


:  by  :  =  [  ^  w  .  (  Z ^/A^  )  3 ^  ] /-^  Z/A- 

where : 


1) 


w  ■ 


3 


is  the  fraction  by  weight  of  the  j ' th  atomic 
constituent 


J  f  j  f  I  j  and 
constituent 


pertain  to  the  j ' th 


2) 


atomic 


Properties  of  the  mediun  are: 

Z  =  atomic  number 
A  =  atomic  weight 

3 

:  =  density  (gm/cm  ) 

I  =  mean  excitation  energy  (eV) 

i  =  density  effect  correction 

Properties  of  the  electron  are: 

2 

=  T/mc  -  kinetic  energy  in  units  of  rest  mass 
;  =  v/c  -  1 

Other  parameters  are: 


2  2 

2r:;  r  me 

3i  <2 


.  153536 

mole 


Listed  under  the  properties  of  the  medium  are  the 
mean  excitation  energy  and  the  density  effect  correction.  The 
mean  excitation  energy  is  the  logarithmic  average  of  the  exci¬ 
tation  energies  of  the  medium  weigntea  by  the  corresponding 
oscillation  strengths.  One  assumption  used  in  determining  the 
mean  excitation  energy  is  the  use  of  the  I-values  of  the  ele- 
m.ental  substances  for  the  I-values  of  the  atomic  constituents 
of  the  compound.  This  neglects  the  molecular  binding  energies. 
T;-.e  density  effect  correction  takes  into  account  the  polarization 
of  the  medium  which  screens  the  electric  field  acting  on  the 


relativistic  particle. 


The  effect  is  a  reduction  of  collision 


b.  Electron  Mass  Radiative  Stopping  Pov/er 

The  electron  mass  radiative  stopping  power  can  be 
expressed  using  the  following  formula  [Ref.  2] . 


-1^1 
o  X 


radiative 


N  ar^EZ^  „  ,  , 

a  e  n.l  radi 

- A -  ^  Z  ;;n7- 

(t) 


Properties  of  the  medium  (compound)  arei 


A  =  WjAl  +  WjA2 


Z  =  WjZl  +  WjZ2 


where ; 


1)  w.  is  the  fraction  by  weight  of  the  j ' th  atomic 

^  constituent 

2)  A1  =  atomic  weight  of  element  1 

3)  A2  =  atomic  weight  of  element  2 


Properties  of  the  electron  are; 


E  =  T  +  me  =  100.511  MeV 


Other  parameters  are; 


0  n 

0  and  <p  dimensionless,  scaled,  radiative 

energy  loss  cross  sections 

=  6.022045  X lO^^/mole 

a 

r^  =  7.940775  x 10^^  cm^ 


Implicit  in  the  formulation  of  the  electron  mass 
radiative  stopping  power  is  electron-nucleus  bremsstrahlung 
(emission  of  a  photon  due  to  the  interaction  of  the  electron 


with  the  screened  Coulomb  field  of  the  atomic  nucleus)  and 

the  electron-electron  bremsstrahlung  (Coulomb  interaction  with 

one  of  the  atomic  electrons).  The  ratio  of  the  scaled,  radia- 

0 

tive  energy-loss  cross  sections  (c  ^'^rad'^'  ^'^rad^  assumed 

to  be  one  and  values  for  ^ ^ approximated  from  least- 
squares  curves  fitted  from  theoretical  points  based  on  Davies, 
Bethe  and  Maximon  (1954)  and  Olsen  (1955).  [Ref.  2) 
c.  Energy  Deposition--Dose  Measurements 

The  range  of  the  electron  is  defined  as  the  average 
path  length  the  electron  travels  until  it  is  stopped  by  the 
medium  as  a  result  of  energy,  loss.  The  electrons  are  assumed 
to  lose  energy  continuously.  If  the  range  is  divided  by  the 
density  of  the  material,  the  distance  an  electron  will  travel 
can  be  determined. 

Dose  represents  the  total  amount  of  energy  deposited 
to  the  medium.  It  is  given  in  rads  (100  ergs/gram)  and  must  be 
specified  for  the  particular  material.  The  front  surface  dose 
(thin  sample)  is  expressed  by  the  following  formula  [Ref.  4]. 


=  1.6 


10'® 


RADS 


collision 


(4) 


where ; 


<!> 


2 

electron  fluence  (electrons/cm  )  is  determined 
from  formula  (24) 


2.  Lattice  Defects 


The  type  of  lattice  structure  inherent  in  the  study  of 
these  devices  is  the  zinc-blende  structure.  In  the  diar.ond 
lattice  structure,  each  atom  lies  in  the  center  of  a  tetra¬ 
hedron  formed  by  the  four  nearest  neighbors.  This  structure 
is  restricted  to  elements.  The  zinc-blende  structure  is  similar 
to  the  diamond  lattice  with  the  exception  that  the  two  nearest 
neighbors  are  occupied  by  different  elements. 

There  are  various  types  of  lattice  defects  that  can 
occur  from  100  MeV  electron  irradiation.  Considering  only  point 
defects,  the  lattice  defects  are  broken  up  into  two  main  cate¬ 
gories  which  include  isolated  defects  and  cluster  defects. 

Within  isolated  defects,  the  simplest  type  of  defect  assumed  is 
the  Frenkel  defect.  This  is  an  empty  lattice  site  (vacancy) 
and  an  atom  occupying  an  interstial  position.  The  Frenkel  defect 
requires  an  amount  of  energy  given  to  the  atom  needed  to  displace 
it  to  the  metastable  intersitial  site.  The  displacement  process 
depends  on  the  energy  of  the  recoil  and  its  direction  ^;ith  respec 
to  other  lattice  atoms  [Ref.  5] .  Other  isolated  defects  include 
divacancies  which  result  when  a  high  energy  recoil  atom,  im.parts 
sufficient  energy  to  displace  a  secondary  atom  along  with  the 
prim.ary  atom.  The  more  complicated  cluster  defects  involve 
regions  containing  large  numbers  of  isolated  defects. 

For  binary  compounds  (zinc-blende  structure) ,  the  number 
of  possible  lattice  defects  is  considerably  higher  than  for 
elements.  The  displacement  or  replacement  of  atomis  may  result 


in  eight  types  of  point  defects:  two  types  of  vacancies,  four 
types  of  interstitial  atons  (surrounded  by  similar  or  dissimila 
atoms)  and  cwo  types  of  substitution  defects  [Ref.  5j. 

In  the  following  sections,  the  irradiation  induced 
processes  of  atomic  displacements  will  be  considered  on  a  micro 
scopic  level.  Both  single  atom  and  multiple  atom  displacements 
are  discussed  along  with  the  assumptions  made  in  determining 
the  total  number  of  displaced  atoms.  A  complete  review  of 
damage  theory  is  found  in  Seitz  and  Koehler  [Ref.  7] . 
a.  Atomic  Displacement  Cross  Sections 

For  100  MeV  incident  electrons  (relativistic) , 
enough  energy  is  transferred  to  the  lattice  atoms  to  knock  them 
from  their  normal  lattice  position  into  an  interstitial  site. 
These  primary  knock-on  atoms  may  in  turn  depart  some  of  their 
energy  to  form  secondary  displaced  atoms.  Radiation  damage 
theories  concentrate  on  these  few  elastic  collisions. 

In  the  relativistic  range,  McKinley  and  Feshbach 
[Ref.  8]  formulated  an  e.xpression  for  lower  Z  elements  using 
the  Rutherford  differential  cross  section. 

da  _  =  R  -  da  , ,  (5) 

mr  mr  ruth 


where 


mf 


:i-i 


1-i 


T 


m 


rp  I/O  rrt 

-  1 

^  . 

m  m 


The  differential  cross  section  of  the  atom  must  be  integrated 
over  all  transferred  energies.  Additionally,  the  assumption 


is  made  that  recoil  energies  below  the  threshold  displacemer.r 
energy  (T, )  have  a  probability  of  zero  for  displacing  an  atcrr. 
v/hereas  those  recoil  energies  above  the  threshold  displace.-.ent. 
energy  (T^)  have  a  probability  of  one.  For  thin  samples,  the 
energy  loss  is  approximately  constant  over  the  sample  thick¬ 
ness.  The  displacement  cross  section  is  dominated  by  small 
angle  scattering  at  100  MeV  energies  and  is  given  by 
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Parameters  are; 

2 

2 ( E+2mc  ) E 

T  =  maximum  recoil  energy  =  — ^ - —  (eV) 

M2C 

E  =  energy  of  the  incident  electron  =  100  MeV  . 
m  =  rest  mass  of  the  electron 
M  =  mass  of  the  target  atom 

T  =  threshold  displacement  energy  (values  given  in 

Table  1) 

a  =  2/137 


If  the  primary  atom  has  sufficient  energy,  additional 
displaced  atoms  are  produced  forming  a  displacement  cascade. 

In  order  to  determine  the  effective  cross  section  for  both  pri¬ 
mary  and  secondary  displacements,  v(T),  the  average  number  of 
displacements  per  primary  recoil  of  energy  T,  must  be  determined. 


A  number  of  assumptions  are  made.  [Refs.  5,9,10] 


TABLE  1 

THRESHOLD  DISPLACEMENT  ENERGIES  [REF.  9 


1.  A  Step  junction  threshold  is  assumed. 

2.  Atom-atom  collisions  are  treated  as  hard-sphere  elastic 
interactions. 

3.  The  ordered  arrangement  of  atoms  in  the  lattice  structure 
is  not  considered. 

4.  Damage  is  considered  homogeneous. 

5.  Annealing  is  not  considered. 

6.  Glancing  collisions  are  not  considered  even  though  energy 
loss  may  be  incurred. 

7.  The  number  of  replacements  per  primary  are  not  considered 
The  moving  atom  will  replace  the  struck  atom  if  the  latte 
receives  energies  greater  than  T^  and  the  former  retains 
energy  less  than  T^. 

8.  Lattice  atom.s  are  considered  at  rest. 

9.  Long  range  effects  from  other  atoms  are  not  considered. 

10.  There  is  no  account  for  ionization  losses. 

Kinchin  and  Pease  [Ref.  11]  consider  the  threshold 
energy  by  postulating  that  both  the  striking  and  struck  atoms 
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require  an  energy  or  greater  after  the  collision.  This 
accou.nts  for  rsplace.Tients  but  dees  nor  account  for  the  er.erty 
loss  of  the  primary  atom  in  climbing  out  of  its  potential 
well.  Figure  1  displays  the  assumptions  made  by  Kinchin  and 
Pease  in  calculating  the  average  number  of  displacements.  The 
Snyder  and  Neufeld  model  [Ref.  12]  does  not  account  for  replace¬ 
ment  but  does  account  for  the  potential  binding  energy.  I.n 
this  model,  the  secondary  atom  loses  energy  T^  before  making 
subsequent  displacements.  The  average  number  of  displacements 
per  primary  recoil  of  energy  is  given  by 


^(T) 
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nm 
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Parameters  are: 


(7) 


T  =  average  energy  transferred  =  T^  (In  “1  +  ~ 

T^  =  Ionization  Energy  =  MEj^/Sm^ 

B  =  .5  (Kinchin  and  Pease);  .56  (Snyder  and  Neufeld) 


For  compounds,  the  ratio  of  the  atomic  masses 


influences  the  transferred  energy.  The  maximum  energy  trans¬ 
ferred  is  A  times  the  energy  of  the  striking  atom  where  [Ref.  9] 
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Figure  1.  Kinchin  and  Pease  assumptions  for  calculating 
the  average  number  of  displacements  [Ref.  10] 
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Figure  2.  Kinchin  and  Pease  assumptions  for  calculatinu 
the  average  num.ber  of  replacements  [Ref.  10] 


24 


The  Kinchin  and  Pease  model  holds  for  ccrr.pcur.as  pr 
vided  there  is  equal  probability  of  collision  for  the  ser::'.-er 
acorns.  Replacement  collisions  involving  unlike  atoms  are 
called  miisplacements  and  account  for  a  substantial  porticr.  of 


the  damage - 


The  effective  cross  section  for  primary  and  secon¬ 


dary  displaced  atoms  in  compounds  is  determined  by  multiplying 
(6)  ,  (7)  and  (8)  . 


b.  Number  of  Displaced  Atoms 


In  the  previous  section,  the  total  cross  section 
for  both  primary  and  secondary  displacements  was  determined. 
From  this,  the  density  of  Frenkel  defects  (for  thin  sample-s) 

3 

produced  per  cm  can  be  determined  given  the  incident  electron 
energy  and  fluence.  [Ref.  13] 
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Parameters  are: 


N„  =  number  of  Frenkel  defects  per  cm' 


=  total  displacement  cross  section 


=  electron  fluence 


N’  =  number  of  lattice  atoms  per  cm' 


N  -  atoms 
a 


where : 


c  =  density  (gm/cti‘^) 

N'  =  Avogadro  '  s  number  =  6.02  ^10  (atorr.s/~oie ) 

a 

A  =  atomic  number  of  the  target  molecule 

The  number  of  Frenkel  defects  determined  experi¬ 
mentally  from  various  sources  is  always  less  than  the  number 
predicted  by  theory.  This  is  a  function  of  the  assumptions  made 
in  formulating  the  various  models. 

c.  Replacement  Collisions 

Replacement  collisions  occur  when  there  is  an  ex¬ 
change  of  roles  between  the  primary  and  secondary  knock-on 
atoms.  For  binary  compounds,  the  exchange  can  be  between 
similar  or  dissimilar  atoms  and  will  occur  when  the  moving 
atom  imparts  sufficient  energy  to  the  stationary  atom  to  cause 
displacement  but  does  not  retain  sufficient  energy  to  escape 
the  potential  well  of  the  vacancy,  thereby  replacing  the  dis¬ 
placed  atom. 

Dienes  and  Vineyard  [Ref.  10]  have  determined  the 
number  of  replacements  per  primary  atom  of  energy  T  to  be 


5^[1.614  In(^)  +1]  T  >  2T, 
r  ° 


The  replacement  thresnold  T^  has  not  been  determined  experimen¬ 
tally,  however.  Kinchin  and  Pease  have  suggested  a  ratio  of 
Tj/T  =10.  A  summary  of  the  Kinchin  and  Pease  assumptions  for 


determining  the  average  number  of  replacements  is  found  in 
Figure  2. 

d.  Radiation  Effects 

The  macroscopic  electrical  properties  of  semicon¬ 
ductors  are  affected  by  the  microscopic  defects  resulting  from 
electron  irradiation.  The  specific  type  of  damage  is  a  function 
of  many  different  variables  including  temperature  during 
irradiation,  energy  spectra,  impurity  and  dopant  concentrations, 
rate  and  history  of  the  irradiation  and  minority  carrier  injec¬ 
tion  ratio.  The  introduction  of  energy  levels  within  the 
forbidden  gap  due  to  point  defects  will  be  considered. 

Point  defects  primarily  affect  the  electrical 
properties  by  their  ability  to  either  produce  or  remove  charge 
carriers,  change  carrier  mobility  or  both.  Several  models  have 
been  proposed  to  explain  the  behavior  of  Frenkel  pairs  in  semi¬ 
conductors,  especially  in  silicon  and  germanium.  James  and  Lark 
Horovitz  [Ref.  14]  have  suggested  that  interstials  act  as  donors 
below  the  conduction  band  with  two  donor  levels  assigned  whereas 
empty  acceptor  states  above  the  valence  band  are  produced  by 
vacancies.  The  relative  location  in  the  forbidden  gap  will 
ultimately  determine  the  net  effect  of  these  localized  states 
with  electrons  redistributing  themselves  to  fill  the  low  energy 
states.  Blount  [Ref.  15]  based  his  arguments  on  atomic  and 
molecular  orbitals  stating  that  each  defect  can  act  as  either 
donor  or  acceptor,  depending  on  the  position  of  the  Fermi  level. 
As  the  concentration  of  irradiation  defects  increase  to  a  level 


which  is  considerably  greater  than  the  concentration  oi  inpuri 
ties,  the  Fermi  level  approaches  saturation  and  is  determined 
by  the  distribution  of  defect  levels  in  the  forbidden  gap. 
Table  2  lists  energy  levels  that  have  been  experimentally 
determined  for  InP  and  GaAs  [Refs.  9,16]. 

TABLE  2 

InP  AND  GaAs  ENERGY  LEVELS 

Band  Gap  Forbidden  Gap  Energy  Levels  in  eV  at  300 °K 

E^,  opt  {300°K)  with  Electron  or  Gamma  Irradiation 

Below  Conduction  Band  Above  Valence  Band 


InP 

GaAs 

InP 

GaAs 

InP 

G3.As 

1.260 

1.430 

0.235 

0.13 

0.35 

0.38 

0.52 

The  effect  on  the  processes  of  photoconductivity 
due  to  the  introduction  of  energy  levels  in  the  forbidden  gap 
during  electron  irradiation  will  be  discussed  in  the  following 
sections . 

B .  PHOTOCONDUCTORS 

1 .  Photoconductivity 

A  photoconductor  consists  of  a  bulk-semiconductor 
material  with  ohmic  contacts  (Figure  3).  The  electrical 
conductivity  is  equal  to  the  product  of  the  number  of  charge 
carriers,  their  charge  and  their  mobility.  The  steady-state 
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Figure  3.  Picosecond  Photoconductive  Radiation  Detector 


INCIDENT  PHOTON  PULSE 


Figure  4.  Method  of  Operation.  The  region  between  the  ohmic 
contacts  is  illuminated  with  the  photon  source. 

The  photons  are  absorbed  creating  free  charged 
carriers  (electrons  and  holes)  which  produce  a 
temporary  conductive  path  between  the  contacts. 

The  full-width  at  half  maximum  (FWHM)  impulse 
response  measurement  is  a  measure  of  the  photo¬ 
conductor  response  speed.  It  is  a  function  of 
the  carrier  recombination  lifetime  in  the  active 
region.  [Ref.  22] 


contribution  to  the  electrical  conductivity  resulting  frcr. 
photon  irradiation  is  defined  as  the  photoccnducrivicy .  In 
nonhomogenous  semiconductors,  the  ideal  of  an  "effecrivs  .-.ccili 
is  used  to  describe  low  conductivity  barriers  which  limit  nine 
flow  of  current  through  the  material  [Ref.  6].  Steady-state 
photoconductivity  is  expressed  as 

Aa  =  q(nAu*  +  pAu*)  (12) 

When  excited  by  an  external  photon  source,  charged 
carriers  are  generated  by  either  band-to-band  transitions  (in¬ 
trinsic)  or  by  transitions  involving  forbidden  gap  energy  level 
(extrinsic) .  It  is  the  extrinsic  transitions  which  will  be  of 
interest  in  this  experiment.  Photoconductivity  takes  place  by 
the  absorption  of  photons  of  energy  equal  to  or  greater  than  th 
energy  separation  between  the  forbidden  gap  levels  and  the 
conductance  or  valence  band  levels.  The  conductance  of  these 
devices  is  proportional  to  the  intensity  of  the  incident  pho¬ 
ton  source  and  takes  place  via  a  temporary  conductive  region 
between  the  ohmic  contacts  (Figure  4)  resulting  from  the  crea¬ 
tion  of  free  electrons  and  holes.  This  nearly  intrinsic  region 
consists  of  a  high  concentration  of  forbidden  gap  energy  levels 
acting  as  recombination  centers.  For  transient  photoconduc¬ 
tivity,  the  picosecond  response  time  depends  on  the  carrier 
relaxation  time  and  not  on  the  spacing  between  contacts.  This 
allows  for  a  large  bias  across  the  device  thereby  increasing 


the  sensitivity.  Quasi-neutrality  and  ideal  ohmic  contacts  are 
assumed.  [Ref.  17] 

Desirable  material  properties  for  radiation  detec¬ 
tor  applications  include  short  carrier  recombination  lifetime, 
high  carrier  drift  velocity,  high  resistivity  (low  dark  current) 
and  high  carrier  mobility  [Ref.  18] .  The  efficiency  of  the 
photoconductor  is  measured  in  terms  of  its  photoconductive  gain, 
response  time  and  sensitivity.  It  has  been  concluded  that  the 
transient  recombination  is  a  bulk  controlled  process  for  InP:Fe 
[Ref.  18]. 

2 .  Recombination  Centers  and  Carrier  Relaxation  Time 

The  time  that  a  charged  carrier  is  available  to  contribute 
to  the  conductivity  is  defined  as  the  free  lifetime.  For  excited 
electrons,  it  is  the  time  spent  in  the  conduction  band.  For 
excited  holes,  it  is  the  time  spent  in  the  valence  band.  Both 
minority  and  majority  carriers  contribute.  The  free  lifetime 
is  limited  by  three  different  processes:  1)  extraction  of  the 
carriers  from  the  photoconductor  without  replacement  as  a  result 
of  a  voltage  bias,  2)  absorption  into  a  trapping  center,  3j  reccm.- 
bination  with  a  carrier  of  opposite  sign  at  a  recombination 
center.  The  distinction  between  a  trapping  center  and  a  recom¬ 
bination  center  is  statistical  in  nature  and  is  delineated 
as  follows:  in  a  trapping  center,  a  captured  carrier  has  a 
greater  probability  of  thermal  re-excition  to  a  free  state  whereas 
a  recombination  center  provides  the  captured  carrier  with  a 
greater  probability  of  recombining  with  a  carrier  of  the  opposite 


sign.  A  demarcation  line  represents  that  level  which  gives 
equal  probability  for  either  event  to  occur.  Figure  5  displays 
the  relative  position  between  the  Fermi  level  and  rhe  demarca¬ 
tion  level.  Area  I  represents  those  levels  (electron  traps' 
in  which  the  occupation  depends  on  the  thermal  equilibrium 
between  the  conduction  band  and  the  level.  The  occupation  of 
the  levels  in  Area  IV  (hole  traps)  depends  on  the  thermal 
equilibrium  between  the  valence  band  and  the  level.  Due  to 
the  high  density  of  occupied  levels  in  Area  II,  recombination 
is  taking  place  even  though  the  conduction  band  is  still  in 
thermal  equilibrium  with  these  levels.  [Ref.  19] 

Recombination  takes  place  via  bound  states  in  the  forbidde 
gap.  These  bound  states  are  comprised  of  impurities,  crystal 
defects,  vacant  lattice  sites  and  interstial  atoms  [Ref.  20]. 
Before  irradiation,  the  energy  levels  in  the  forbidden  gap  are 
due  to  the  chemical  doping  of  the  sample  and  determine  the 
number  of  charge  carriers.  Irradiation  produces  defects  result¬ 
ing  from  atomic  displacements  and  introduces  energy  levels 
into  the  forbidden  gap  of  semiconductors.  These  e.nergy  levels 
are  often  deeper  in  the  gap  than  those  dominating  conductivity 
and  serve  as  recombination  centers  for  electrons  and  holes.  The 
process  of  recombination  at  the  local  centers  is  influenced  by 
the  carrier  population  of  the  centers.  The  capture  of  the 
minority  carrier  is  generally  the  limiting  step  in  the  recom¬ 
bination  process.  There  are  four  processes  through  which  free 
carriers  interact  at  these  recombination  centers:  1)  electron 


Electron  and  hole 
Fermi  levels 


dn 


Electron  and  hole 
demorcation  levels 

dp 


Semiconductor  Fermi  levels  and  demarcation 
levels  [Ref.  19] 


capture — the  process  in  which  an  electron  falls  fror.  -he 
conduction  band  into  an  neutral  localized  state,  2;  eleccrcn 
emission — the  emission  of  an  electron  from  uhe  negatively 
charged  localized  state  into  the  conduction  band,  3)  hole 
capture — the  falling  of  an  electron  from  the  negatively  charged 
localized  state  into  the  valence  band,  4)  hole  emission — the 
excitation  of  an  electron  from  the  valence  band  into  the  neutra 
localized  state.  These  processes  are  illustrated  in  Figure  6. 
The  net  rate  of  recombination  is  defined  by  the  following 
equation : 
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(13) 


where  c  and  a  are  the  electron  and  hole  capture  cross  section 
n  p 

v^^  is  the  carrier  thermal  velocity,  is  the  recombination 
center  density,  E^.  is  the  recombination  energy  level  and  E.  is 
the  intrinsic  Fermi  level. 

Figure  7  displays  the  relative  position  of  the  Fermi 
level  (E^) ,  the  recombination  center  (E^) ,  center  of  the  band 
gap  (E^)  and  the  demarcation  level  •  The  minority  lifetime 

of  a  free  carrier  varies  depending  on  the  relative  positions 
of  these  levels.  All  six  cases  assume  the  density  of  the 
recombination  centers  to  be  greater  than  the  density  of  the 
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free  carriers.  Additionally,  the  recombination  processes  apply 

CO  all  le'.'els  lying  between  the  Fermi  level  and  the  dem.arcaooon 

level,  wioh  an  exponential  decrease  in  the  ccncrobution  oo 

centers  cutsrde  the  bounds  of  these  levels.  T.he  Fermi  level 
-  ^ 

and  demarcation  level  move  in  opposite  directions  but  at  an 
equal  rate. 

The  carrier  relaxation  time  is  due  to  the  trapping  and 
recombination  of  the  free  carriers  in  the  conductive  region. 

A  mechanism  for  electron  and  hole  capture  in  the  InP:Fe  samples 
suggests  that  an  acceptor  state  .61  eV  below  the  conduction 
ba.nd  results  from  the  Fe  dopant.  This  acceptor  state  can  exist 
in  either  of  two  charged  configurations.  Electrons  are  captured 
via  the  neutral  state.  The  negatively  charged  state  acts  as 
a  recombination  center  with  the  capture  of  holes.  The  relaxation 
time  is  characterized  by  the  following  equations.  [Ref.  1] 
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where  n(t)  and  p(t)  represent  the  electron  and  hole  concentra¬ 
tions,  r._  (t;  and  n,.,  (t)  are  the  concentration  of  charged  and 

*o 

neutral  acceptor  states,  f(t)  is  the  generation  rate,  r  is 
the  capture  rate  of  electrons  by  the  neutral  acceptor  states, 
r^^  is  the  capture  rate  of  free  holes  by  the  negatively  charged 
acceptor  state,  v^  and  are  the  thermal  velocities  of  elec¬ 
trons  and  holes,  and  and  are  the  capture  cross  section 
for  electrons  and  holes  at  the  neutral  and  negatively  charged 
acceptor  state. 

Transient  photoconductivity  involves  the  assignment  of 
two  characteristic  times  to  the  forbidden  gap  energy  levels  to 
describe  the  recombination  process.  The  transient  time  con¬ 
stants  for  small  excess  carrier  densities  in  a  nondegenerate 
semiconductor  near  thermal  equilibrium  are  described  by  the 
following  formulas.  [Ref.  17] 

ln(t)  =  exp  (-t/Tj^  +  exp  (-t/i^^jj^)  (19) 

and 

dp(t}  =  Ap  exp  (-t/Tj^  +  Bp  exp  (-t/-^^jj^)  ,  (20} 

where  the  initial  conditions  determine  the  coefficients  A  ,  B  , 

n  n 

A  and  B  .  The  equal  capture  rate  for  electrons  and  holes  by 
P  P 

a  recombination  center  requires  a  readjustment  of  charges. 

The  time  needed  for  this  readjustment  is  denoted  by  :  and 

is  identical  for  both  electrons  and  holes.  For  the  condition 


3] 


when  <<  n,.  ,  t  (the  main  recombination  lifetime)  dees 

not  equal  the  sneady-state  lifetime.  [^sf.  17] 

3 .  Impulse  Response 

Impulse  response  occurs  when  the  source  response  is 
shorter  than  the  detector  carrier  relaxation  time.  The  conduc 
tance  of  the  device  is  the  result  of  photon  absorption  and  in¬ 
creases  linearly  with  the  energy  of  the  radiation  pulse.  This 
absorption  produces  free  electrons  and  holes  that  provides  a 
conductive  path  between  the  metallic  contacts  (as  illustrated 
in  Fig.  4).  The  response  time  is  a  property  of  the  material 
and  depends  inversely  on  the  u.ncharged  recombination  centers. 
The  100  .MeV  electron  irradiation  damages  the  device  in  such  a 
way  as  to  create  trapping  and  recombination  centers  which  pro¬ 
duce  faster  response  times  and  increased  sensitivity. 

Desirable  properties  for  detector  application  includes 
a  peak  current  response  which  is  proportional  to  the  light 
intensity  and  a  response  speed  which  is  independent  of  light 
inte.nsity  [Ref.  21].  The  peak  current  response  is  indicated 
by  the  following  formula.  [Ref.  22] 

(1-R  )  q  V ,  E 

T  ^  r  G  /  -5  -I  . 


Parameters  are: 

I  =  observed  peak  current 

-19 

q  =  electronic  charge  =  (1.6  •  10  C) 

V.  =  electron  drift  velocity  =  V  ./S 
a  appl 

=  Energy  deposited  into  detector  by  incident 
radiation  =  (580  r 20o  oJ) 


E 


S  =  contact  spacing  =  (.05  cti) 

=  Energy  to  create  an  electron-hole  pair  =  ,3  eV 

=  Reflectivity  =  (30  percent) 

The  assumptions  implicit  in  this  formula  are  an  incident 
radiation  pulse  which  is  much  shorter  than  the  carrier  relaxa¬ 
tion  time  of  the  device,  the  impedance  of  the  device  is  always 
much  greater  than  that  of  the  50  ohm  load  and  current  resulting 
from  the  free  holes  is  ignored  because  of  the  much  lower  drift 
velocity . 

The  electron  mobility  in  the  radiation  detector  may  be 
approximated  by  using  the  measured  peak  current. 


I  S  W _ 

^''appl  ^ 


where ; 


V^ppl  =  applied  voltage 


4 .  Square-Pulse  Response 

Square-pulse  response  occurs  when  the  source  response 
is  longer  than  the  detector  carrier  relaxation  time.  It  is  a 
measure  of  the  relative  change  in  the  electron  and  hole  popula¬ 
tions.  The  transient  response  for  InP:Fe  is  controlled  by  the 
trap-assisted  recombination  of  electrons  and  holes  [Ref.  1]. 

For  square-pulses  (long  radiation  pulse),  the  uncharged 
acceptor  states  become  negatively  charged  due  to  electron 
trapping.  This  is  a  verv  fast  process  which  leads  to  saturation 


by  the  negatively  charged  acceptor  states.  At  the  sair.e 


ti~e, 

hole  trapping  by  the  negatively  charged  acceptor  states  as 
occurring  but  at  a  slower  rate  due  to  a  substantially  lower 
hole  mobility.  At  a  certain  point,  the  hole  population  ex¬ 
ceeds  the  electron  population  and  thus  makes  the  dominant 
contribution  to  the  current.  When  both  electron  and  hole 
trapping  rates  equal  the  hole-electron  generation  rate, 
steady-state  is  achieved.  [Ref.  1]  This  is  entirely  dependent 
on  the  intensity  of  the  incident  square-pulse.  The  peak 
current  response  is  measured  by  the  following  formula. 


(1-R^)  q  v^  p  T 


(23) 


Parameters  are: 

p  =  optical  power 
T  =  recombination  lifetime 

5 .  Photoconductive  Gain 

Photoconductive  gain  is  defined  as  the  ratio  of  the 
recombination  lifetime  of  the  charged  carriers  to  the  transit 
time  across  the  active  area  between  electrodes.  The  bulk 
picosecond  photoconductor  decouples  the  dependency  of  the  carrie 
recombination  lifetime  with  the  transit  time.  The  response 
speed  is  a  function  of  the  carrier  relaxation  time  within  the 
active  region  and  is  thus  independent  of  electrode  spacing 
and  bias.  A  necessary  condition  for  photoconductive  gain  to 
be  greater  than  unity  is  provided  by  the  injection  of  electrons 


into  the  device  by  the  metallic  contacts.  This  replenishes 
those  electrons  leaving  the  exit  electrode.  For  each  non- 
ref  lected  incident  photon,  more  than  one  electron  is  delivered 
to  the  external  circuit.  Photoconductive  gains  as  high  as  5 
have  been  demonstrated  in  InPrFe  photocnoductors  with  AuGe 
and  AuSn  contacts  annealed  at  450  C  [Ref.  221  . 


III.  EXPERIMENTAL  PROCEDURES 


A.  RADIATION  FACILITY 

Irradiations  were  performed  using  the  Electron  Linear 
Accelerator  (LINAC)  at  the  U.S.  Naval  Postgraduate  School. 

The  LINAC  is  a  travel-wave  accelerator  consisting  of  a  disk- 
loaded  circular  waveguide  thirty  feet  long  divided  into  three 
ten- foot  sections.  A  series  of  three  klystron  amplifiers  are 
used  to  feed  RF  power  into  each  ten-foot  section.  Electrons 
are  initially  produced  by  an  electron  gun  and  are  injected  into 
one  end  of  the  sections  where  those  in  proper  phase  relation 
will  be  accelerated.  A  magnetic  quadrupole  doublet  located 
downstream  from  the  deflection  magnets  serves  to  focus  the 
beam  on  the  target. 

The  LINAC  operates  with  an  electron  beam  pulse  length  of 
1.0  micro-second  at  a  repetition  rate  of  60  pulses  per  second. 
Electrons  are  focused  on  a  target  positioned  in  a  target  chamber 
with  a  vacuum  of  10  ^  Torr  maintained  by  a  diffusion  pump.  In 
this  experiment,  electrons  leave  the  accelerator  at  an  energy 
of  100  MeV  and  an  average  electron  current  of  1  micro-ampere. 

Electron  fluence  is  measured  by  secondary  emission  monitors 
(SEM) .  Two  SEM's  were  used  during  the  experiment.  A  smaller 
SEM  was  placed  inside  the  vacuum  chamber  in  front  of  the  target. 
A  larger  SEM  was  placed  outside  of  the  vauum  chamber  in  the  beam 
line  after  the  target.  Prior  to  irradiation  of  the  target,  the 
SEM's  were  calibrated.  The  larger  SEM  was  previously  calibrated 
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against  a  Faraday  cup  and  was  detemnined  to  have  a  6%  efficiency 
[Ref.  23] .  The  smaller  SEM  was  calibrated  against  the  larger 
SEM.  As  the  electrons  impact  the  SEM's,  secondary  electrons 
charge  a  capacitor.  A  voltage  integrator  measures  a  voltage 
developed  across  the  capacitor  which  is  proportional  to  the 
charge.  The  ratio  of  voltages  between  SEM's  is  2.33  which 
equates  to  a  2.6%  efficiency  for  the  smaller  SEM.  The  electron 
fluence  is  determined  by  the  formula 


L  "  V' 
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/  ■«.'  - 
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C  V 

(.026)  qA 


(24) 


2 

where  0  is  the  electron  fluence  in  electrons/cm  ,  C  is  the 

capacitance  in  Farads,  V  is  the  integrated  voltage  in  Volts, 

q  is  the  charge  of  an  electron,  A  is  the  area  of  the  beam  in 
2 

cm  and  .026  the  SEM  efficiency  correction  factor.  A  more  ex¬ 
tensive  description  of  the  LINAC  and  its  operating  parameters 
may  be  found  in  Reference  24. 


B.  SAMPLE  FABRICATION 

Devices  are  fabricated  from  two  different  types  of  materials: 
Indium  Phosphide  with  Iron  dopant  (InPiFe)  and  Gallium  Arsenide 
with  Chromium  dopant  (GaAs:Cr).  The  procedure  was  developed  and 
performed  by  the  Los  Alamos  National  Laboratory  (LAND  Group 
E-11.  The  single  crystal  materials  are  obtained  commercially, 
the  InP:Fe  from  CrystaComm  Inc.  and  the  GaAsiCr  from  Cambridge 
Instruments  LTD,  The  InP:Fe  samples  are  claimed  by  the  manufac¬ 
turer  to  have  a  resistivity  of  2  >  10^  ohm-cm  and  an  electron 

2 

mobility  of  2200  cm  /V-sec. 
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The  crystal  is  cut  with  a  diamond  saw  tO'  a  specified  size 
(5  mmL  '<1  mmH  ^  .5  itimD)  .  The  surface  is  polished  and  bromine 
etched  to  remove  any  damage.  The  samples  are  then  rinsed  wioh 
methanol  and  de-ionized  water  to  remove  the  bromine  solution. 
Positive  resist  photolithographic  liftoff  is  applied  while 
spinning  y  1000  rpm/5  sec  and  then  baked  for  30  minutes  at 
60°C.  The  samples  are  then  rinsed  with  methanol  while  spinning 
baked  again  and  placed  in  a  masked  aligner  where  they  are  ex¬ 
posed  to  ultra-violet  light  for  25  seconds.  Metallic  contacts 
are  applied  to  the  device  by  a  multi-step  vacuum  evaporation 
of  Au,  Ge,  Mi  compount  (80%  10%  10%).  Acetone  is  used  to  dis¬ 
solve  the  .5  mm  masked  gap  exposing  the  material.  The  samples 
are  then  annealed  at  450 “C  for  2  min.  The  sample  is  supported 
by  a  5  cm  x  5  cm  alumina  substrate  with  50  ohm  microstrip  trans¬ 
mission  lines  and  SMA  coaxial  connectors.  A  section  of  the 
transmission  line  is  removed  and  the  sample  is  mounted  with 
conductive  silver  epoxy  which  makes  electrical  contact.  During 
all  tests,  one  end  of  the  sample  connection  was  biased  and  the 
opposite  end  (current-signal  measurement)  was  connected  into 
the  sampling  oscilloscope  (25-ps  risetime) .  The  mounted  sample 
lo  illustrated  in  Figure  8. 

C.  MEASUREMENT  TECHNIQUES  AMD  INSTRUMENTATION 
1 .  Pre- irradiation 

Before  irradiation,  all  samples  were  evaluated  to  deter' 
mine  current  vs  voltage  characteristics  (dark  current) ,  impulse 
response  and  square-pulse  response  measurements.  A  total  of 


Figure  8.  Mounted  photoconductive  detector  in  the 
double-ended  configuration 


eight  InP:Fe  and  four  GaAsiCr  samples  were  prepared.  Ingot 
numbers  are  listed  in  Table  3.  All  measurements  '.vere  perfcrmed 
at  LAML. 

Dark  current  curves  were  determine  using  an  Ortec  Detec 
tor  Control  Unit  (Model  210).  The  InP:Fe  samples  were  biased 
up  to  500  volts  in  100  volt  increments.  The  GaAsrCr  samples 
were  biased  up  to  125  volts  in  25  volt  increments.  Figures  9 
through  13  display  the  reference  plots. 

Impulse  response  measurements  were  evaluated  using  the 
equipment  listed  in  Appendix  A.  The  coaxial,  double-ended 
mounted  samples  (with  separate  bias  and  signal  cable  connec¬ 
tions)  were  pulsed  with  the  Hamamatsu  Picosecond  Light  Pulser 
(90-ps  FWHM  optical  pulses)  at  a  frequency  of  10  KHz  and  a  wave 
length  of  820  nm.  During  the  procedure,  a  bias  of  200  volts 
was  maintained  on  the  InP:Fe  samples  and  100  volts  on  the 
GaAstCr  samples.  The  signal  was  evaluated  using  the  Tektronix 
TDR/Sampler,  Processor,  Acquisition  Unit  and  Oscilloscope. 

The  determination  of  amplitude,  full-width  at  half  maximum  and 
baseline  tail  was  made  and  photographs  taken.  Results  are 
listed  in  Table  3. 

Square-pulse  response  measurements  were  evaluated  using 
the  equipment  listed  in  Appendix  B.  The  samples  were  pulsed 
with  the  Tektronix  PG  501  Pulse  Generator  which  produces  an 
optical  source  with  fast  risetime  and  falltime  (150-ps),  con¬ 
stant  power  (3  mW)  and  continuously-variable-duration  optical 
pulses  at  a  wavelength  of  830  nm  (Ref.  1] .  As  in  the  impulse 
response  measurements,  the  InP:Fe  samples  were  biased  at  200 


volts  and  the  GaAs:Cr  samples  were  biased  at  100  volts.  The 
signal  was  processed  using  the  Tektronix  7104  Oscillosccce 
listed  supplemental  units)  and  was  sent  through  the  Princsccr. 
Applied  Research  Signal  Averager  before  being  recorded  on  the 
Hewlett  Packard  7044A  X-Y  Recorder.  Both  photographs  of  the 
oscilloscope  signal  and  the  final  X-Y  graphs  were  used  to 
determine  the  rise  time  constants  of  the  square-pulse  response. 
The  results  are  listed  in  Table  4. 

2 .  Post- Irradiation 

After  the  above  characterization  was  made,  the  samples 
were  irradiated.  Two  coaxial,  double-ended  mounted  samples 
plus  a  phosphor  target  plate  were  mounted  on  an  aluminum  ladder 
and  placed  in  the  vauum  chaimber  of  the  LINAC  for  irradiation. 

A  vacuum  of  approximately  10  ^  Torr  was  maintained.  The  samples 
were  connected  to  coaxial  cables  to  allow  for  a  bias  voltage 
and  current  measurement  (dark  current)  during  the  irradiation. 
The  beam  was  focused  on  the  phosphor  target  plate  and  the  area 
was  adjusted.  A  video  camera  monitored  the  samples  to  allow 
for  proper  positioning  of  the  beam.  The  smaller  SE.M  was  used 
along  with  a  1  micro-F  capacitor  to  measure  the  integration  of 
the  voltage. 

The  samples  were  irradiated  obtaining  fluence  in  the 
range  of  10^^  to  10^^  electrons/cm^ .  Formula  (24)  was  used  to 
determine  the  exact  fluence.  Dark  current  measurements  were 
performed  just  prior  to  irradiation  and  imm.ediately  after  the 
irradiation.  An  attempt  was  made  to  measure  dark  current  during 


the  irradiation  by  placing  the  beam  in  standby,  however,  this 
was  fruitless  due  to  the  excitation  of  the  samples. 

After  the  samples  have  been  removed  from  the  vacuum, 
chamber  and  monitored  for  residual  radiation,  they  were  se.nr 
to  LANL  for  post-irradiation  measurements.  These  measurements 
followed  the  exact  procedure  as  for  the  pre-irradiation 
measurements  and  the  two  were  compared  to  determine  the  effect 
of  the  electron  bombardment.  The  results  are  displayed  in 
Figures  9  through  25  and  listed  in  Tables  3  and  4. 
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Figure  11.  Dark  Current — InP:Fe  Ingot  number:  CCIPS-3149 
Data  for  curve  #6  was  not  obtained  due 
to  device  breakdown  at  39  volts 
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Figure  12.  Dark  Current — GaAsrCr  Ingot  number:  Cambridge-- 
A852/R 
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Figure  13.  Dark  Current — GaAsrCr  Ingot  number 
Cambridge-A3 52/R 
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TABLE  3  (CONTINUED) 


IMPULSE  RESPONSE  MEASUREMENTS 
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Impulse  response  measurement  for  In?:Fe 
Drift  velocity 
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b)  after  irradiation  impulse 
response  FWHM  140-ps 
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c)  before  irradiation  square- 
pulse  laser  response 


d)  after  irradiation  square- 
pulse  laser  response 


Fiqure  19.  Comparison  of  GaAs:Cr  impulse  and  square-pulse 
laser  response  before  and  after  electron  irradi 
ation  for  a  representative  sample 
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Figure  23.  Square-pulse  response  measurement  for  GaAsiCr 
Peak  current  vs  Fluence 
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IV.  EXPERIMENTAL  RESULTS 

A .  DARK  CURRENT 

Dark  current  measurements  taken  before  and  after  the  100 
MeV  electron  irradiation  were  compared  to  determine  the  result¬ 
ing  change.  Figures  9  through  13  display  the  results.  The 
mode  of  preparation  and  impurity  content  of  the  material  results 
in  variation  of  the  recombination  lifetime  [Ref.  16].  Since 
decay  times  are  inversely  proportional  to  the  Fe  dopant  levels 
in  InP:Fe  [Ref.  25],  samples  were  segregated  depending  on  the 
source  Ingot  and  whether  the  samples  were  prepared  from  the 
top  or  the  bottom  of  a  given  Ingot.  Higher  dopant  levels  in 
the  bottom  of  an  Ingot  are  due  to  gravitational  forces.  Compari 
son  of  reference  dark  current  measurements  justify  this  segre¬ 
gation.  All  the  GaAs:Cr  samples  were  prepared  from  the  same 
portion  of  the  same  Ingot. 

Before  irradiation,  the  InP:Fe  samples  were  biased  up  to 
500  volts  in  100  volt  increments  and  results  indicate  a 
linearity  through  500  volts.  The  GaAs;Cr  samples  were  biased 
up  to  125  volts  in  25  volt  increments.  They  lose  linearity  at 
approximately  100  volts.  Post-irradiation  measurements  indicate 
a  noticeable  change  in  the  dark  current.  The  InP:Fe  sample 
results  indicate  an  increase  in  dark  current  for  the  applied 
voltages.  The  amount  of  increase  depends  on  the  fluence  with 
higher  fluence  yielding  higher  dark  currents.  The  GaAsrCr 
samples  show  a  decrease  in  dark  current  with  higher  fluence. 


B.  I-MPULSE  RESPONSE 

Impulse  response  measurements  for  pre  and  post  100  MeV 
electron  irradiation  are  listed  in  Table  3.  Included  in  these 
measurements  are:  1)  amplitude — from  which  I  (peak  current) 
can  be  determined  thus  allowing  for  the  determination  of 
electron  mobility  and  electron  drift  velocity,  2)  full-width 
at  half  maximum  (FWHM) — from  which  carrier  relaxation  time 
(response  speed)  is  resolved,  and  3)  baseline  tail — which  gives 
an  indication  of  whether  the  detector  returns  to  its  reference 
point  after  having  been  excited  by  the  photon  source,  and  if  so 
within  what  time  period. 

Both  the  InP:Fe  and  GaAstCr  samples  are  affected  by  the 
irradiations  with  the  more  pronounced  effects  resulting  from 
the  higher  fluence.  Figures  14  and  15  are  graphs  of  the  effec¬ 
tive  carrier  drift  velocity  derived  from  Formulas  21  and  22.  I 
these  equations,  electrons  are  assumed  to  be  the  carrier  type 
due  to  the  much  higher  drift  velocities.  The  measured  values 
of  the  peak  current  response  are  used  along  with  the  following 
experimental  parameters:  1)  reflectivity  (R^)  is  30  percent, 

2)  the  contact  spacing  (S)  is  equal  to  the  .5  mm  gap,  3)  the 
energy  necessary  to  create  an  electron-hole  pair  is  assumed 
to  be  5  eV,  4)  the  applied  voltage  is  200  Volts  for 

InP:Fe  and  100  Volts  for  GaAs:Cr,  5)  q  is  the  electronic  charge 
and  6)  the  optical  energy  deposited  into  the  detector  by  the 
incident  photon  source  (E)  is  approximately  580  pj.  The  effec¬ 
tive  drift  velocity  is  then  calculated  by 


(25) 


. Vo 


V ,  =  ViE  - 

d.  r 


where  =  4  kV/cm  for  InP:Fe  and  2  kV/cm  for  GaAs;Cr.  Booh 

x. 

figures  show  a  decrease  in  the  carrier  drift  velocity  with 
increasing  fluence.  This  suggests  that  electron  mobility  and 
electron  drift  velocity  are  inversely  proportional  to  the 
incident  electron  fluence. 

The  response  speed  of  the  photoconductive  detector  is 
determined  by  the  full-width  at  half  maximum  (FWHK)  measurement 
of  the  impulse  response.  The  trend  of  decreasing  response  time 
(decreasing  FWHM)  with  increased  fluence  is  summarized  for  both 
material  types  in  Figures  16  and  17.  These  results  are  predic¬ 
table  due  to  the  increased  number  of  trapping  and  recombination 
centers  created  by  the  displacement  damage.  Figures  18  and  19 
display  a  representative  sample  of  the  impulse  response  before 
and  after  irradiation  for  InP:Fe  and  GaAs:Cr  respectively. 

For  the  GaAs:Cr  samples,  all  baseline  tails  were  reduced. 

The  InP:Fe  sample  results  indicate  that  there  was  either  no 
improvement  or  an  increase  in  the  baseline  tails. 

C.  SQUARE-PULSE  RESPONSE 

Square-pulse  response  measurements  for  pre  and  post  100 
MeV  electron  irradiation  are  listed  in  Table  4.  Measurements 
include:  1)  amplitude — from  which  I  (peak  current)  is  determined 

and  2)  risetime  (10"5-90%)  which  gives  an  indication  of  the 
time  involved  for  saturation  of  the  neutral  acceptor  states  by 
electrons  and  the  simultaneous  recombination  of  the  negatively 
charged  acceptor  states  by  holes. 
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Figures  18  and  19  display  a  representative  sar.ple  of  the 
square-pulse  measurement  before  and  after  irradiation  for  Ir.?:F5 
and  GaAs:Cr  respectively.  Both  material  types  show  square-culse 
nonlinearities  for  the  pre-irradiated  samples.  After  irradia¬ 
tion,  the  GeiAsiCr  samples  display  significant  improvement 
in  accurately  following  the  longer  events.  The  quality  of 
improvement  is  commensurate  with  higher  flue nee.  This  response 
is  not  found  in  the  InP:Fe  samples,  but  rather,  an  increase  in 
nonlinearity  for  higher  fluence.  The  dependency  of  peak  current 
on  risetime  or  fluence  was  not  established  for  either  material 
type  as  displayed  in  Figures  20  through  23.  Risetime  vs  fluence 

is  plotted  in  Figures  24  and  25.  These  graphs  suggest  a  pro- 

14 

portional  relationship  for  fluence  above  2.81  x 10  (electrons/ 

2 

cm  )  for  the  InP;Fe  samples  and  an  inversely  proportional 

15  2 

relationship  for  fluence  below  4.78  x 10  (electrons/cm  )  for 
the  GaAs:Cr  samples. 

D.  COMPUTER  SIMULATION 

A  computer  simulation  of  a  100  MeV  electron  beam  incident 
on  a  rectangular  parallelepiped  (RPP)  semiconductor  target  was 
performed  using  the  CRAY  computer  located  at  the  Los  Alamos 
National  Laboratory.  The  ACCEPT  code,  one  of  the  ITS:  The 
Integrated  TIGER  Series  of  Coupled  Electron/Photon  Monte  Carlo 
Transport  Codes,  was  used.  The  ACCEPT  input  program  along  with 
the  Cross  Section  Generations  and  the  Monte  Carlo  executions 
for  both  the  InP:Fe  and  GaAs:Cr  samples  is  enclosed. 
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Quoting  from  the  description  of  the  code,  "ITS  is  a  y.onte 
Carlo  solution  of  linear  time-integrated  coupled  elecnrcr. 
photon  radiation  problems.  The  ETPAN  model  was  used  as  one 
basis.  It  combines  microscopic  photon  transport  with  a  macro¬ 
scopic  random  walk  for  electron  transport.  The  ACCEPT  code 
is  a  general  three-dimensional  transport  code  that  uses  a 
combinational  geometry  scheme"  [Ref.  26]. 

The  results  in  graphic  form  (normalized  to  one  particle) 
for  both  electrons  and  photons  are  displayed  in  Figures  26 
through  31.  Both  materials  give  similar  results.  It  is  obvious 
from  the  Angular  Distribution  graphs  (Figures  26  and  27)  that 
the  overwhelming  majority  of  both  electrons  and  photons  occur 
at  an  angle  between  0  and  10  steradians.  This  would  indicate 
that  there  is  very  little  deflection  of  the  incident  electrons 
or  the  resulting  photons.  The  Energy  Spectra  of  the  escaping 
electrons  (Figure  28)  indicate  that  most  are  leaving  the  target 
with  energies  between  90-100  MeV,  therefore,  only  a  small  per¬ 
centage  of  the  total  energy  is  actually  deposited  into  the 

device.  The  actual  energy  deposition  per  electron  is  1.762  ■  10 

11  -2 
MeV  (1.476  X 10  RADS-InP  Coul)  for  InP:Fe  and  1.993  <10  MeV 

(1.500  X 10^^  RADS-GaAs/Coul)  for  GaAs:Cr.  The  charge  deposition 

is  -2.059  X  10  ^  for  InP:Fe  and  -1.993  x  lo  ^  for  GaAs.-Cr.  Most 

of  the  photons  are  in  the  low  energy  range  (Figure  2  9)  .  The  Flu.x 

Distributions  (Figures  30  and  31)  substantiate  these  results 

with  the  highest  flux  for  electrons  in  the  high  energy  regions 

whereas  the  highest  flux  for  photons  is  in  the  lower  energy 

regions.  The  results  are  not  surprising  given  the  thickness  of 
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Figure  27.  Angular  Distribution  (Photons) 
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Figure  29.  Energy  Spectra  (Photons) 


Figure  31.  Photon  Flux  Distribution 


the  sample  (thin  sample)  and  the  energy  of  the  incident  elec- 
crons  thus  legitimizing  the  use  of  thin  sample  appronim.acicns . 
Included  in  the  Monte  Carlo  executions  are  listings  of  one 
physical  options  based  on  10  batches  of  100,000  histories 
each.  Bremsstrahlung  represents  the  highest  number  generated, 
more  than  all  others  combined. 

E.  DISPLACEMENTS 

In  determining  the  number  of  displacements  from  formulas 
5-10,  an  equal  probability  of  collision  for  the  secondary  atom 
was  assumed.  Since  these  devices  are  compounds,  a  range  of 
the  displacement  cross  section  and  therefore  a  range  of  the 
number  of  displacements  is  accounted  for  through  the  Threshold 
Displacement  Energies  in  Table  1.  The  Kinchin  and  Pease  model 
was  used  in  determining  the  average  number  of  displacements 
per  primary  recoil  of  energy  T^.  Table  5  is  normalized  to  one 
particle . 

F.  COMPARISON  WITH  NETURON  DAMAGED  DEVICES 

Results  obtained  from  electron  irradiation  of  InP:Fe  and 
GaAs:Cr  concur  with  those  obtained  by  Wagner  et  al.  [Ref.  1] 
for  neutron  irradiated  samples.  This  substantiative  agreement 
holds  for  dark  current,  impulse  and  square-pulse  response 
measurements.  Both  material  types  have  extremely  fast  impulse 
response  with  differences  showing  up  in  the  dark  current  and 
square-pulse  responses.  The  GaAszCr  samples  exhibit  those 
desirable  qualities  at  higher  fluence  which  include  lower  dark 
current  and  better  accuracy  in  following  the  longer  event  of 
the  square-pulse. 
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TABLE  5 


DISPLACEMENTS 


Material 


N^  #lattice  atoms/ (an  ) 


2.97x10"^  2.97x10  ^  4.42  xio""  4.42  xio" 


Minimum  Displacement 
Cross  Section  (an^) 

Maximum  Displacemmt 
Cross  Section  (on^) 


1.49  xio 


3.94  xlO 


1.07  X 10 


1.95  X 10 


liinimum  number  of 

Displacenents 

(atoms/cm^) 

Maximum  number  of 
Displacements 

(atcms/cm^ )  44.25 

Minirnim  number  of 
Displaconents  in 
the  sanple  (atoms) 

Maximum  number  of 

Displacements  in 

the  sample  (atons)  .111 

NurfDer  of  Replace¬ 
ments  (atcms/an^)  24.47 


11.70 


25.03 


47.29 


23.99 


43.66 


23.61 


■<  ">  '  ' 


V.  CONCLUSIONS 

A  new  class  of  compact,  reliable,  sensitive  and  extremely 
high  speed  radiation  detectors  are  currently  being  developed 
at  the  Los  Alamos  National  Laboratory  Electronics  Division. 

They  utilized  neutron  irradiation  to  introduce  trapping  and 
recombination  centers  into  the  semiconductor  to  speed  up  hole 
trapping  for  better  characterization  of  long-event  pulses.  In 
this  work,  we  have  demonstrated  that  electron  irradiation  at 
100  MeV  energies  is  capable  of  qualitatively  and  quantitatively 
producing  the  same  desirable  effects. 

Dark  current  in  the  GaAs:Cr  devices  decreases  for  increasing 
fluence  whereas  dark  current  in  the  InP;Fe  devices  increases 
for  the  same  range  of  fluence.  Impulse  response  controlled  by 
carrier  relaxation  has  been  improved  by  electron  irradiation, 
with  response  speeds  <  100-ps  having  been  achieved  by  both 
material  types.  Electron  mobility,  drift  velocity  and  response 
speed  have  been  shown  to  decrease  with  increasing  fluence  for 
both  material  types.  In  contrast  to  InP:Fe,  the  electron  damage 
GaAs:Cr  devices  show  significant  improvement  in  accurately 
following  the  longer  event  square-pulses  by  e.xhibiting  linearity 
The  GaAs:Cr  devices  fulfill  the  necessary  requirements  for 
detector  utilization  and  are  expected  to  replace  InP:Fe  as  the 
bulk-semiconductor  material  for  many  applications. 

Electron  irradiation  from  the  NPS  LINAC  has  been  shown  to  be 
an  alternative  source  for  the  introduction  of  trapping  and 


recombination  centers  resulting  from  irradiation  damage.  The 
LINAC  provides  the  advantage  of  a  well  focused  beam,  variable 
energies  and  controlled  fluence. 

ITS;  The  Integrated  TIGER  Series  of  Coupled  Electron/Photon 
Monte  Carlo  Transport  Codes  provides  a  theoretical  means  for 
characterizing  an  electron  beam  incident  on  detectors  of  various 
geometric  shapes  and  sizes. 


APPENDIX  A 


IMPULSE  RESPONSE  MEASUREMENT  EQUIPMENT  LIST 


EQUIPMENT 

1.  Hewlett-Packard  6515A  DC  Power  Supply 

2.  Hewlett-Packard  3465A  Digital  Multimeter 

3.  Ortec  Detector  Control  Unit  Model  210 

4.  Hamamatsu  C1308  Picosec  Light  Pulser — 

Maximum  Peak  Power  10  Watts 
Wavelength  820  nm 
Repetition  Rate  10  KHz 

5.  Newport  Research  Corporation  Magnetic  Base  Model  100 

430,  360,  420 

6.  Tektronix  7704A  Oscilloscope 

7.  Tektronix  P7001  Processor 

8.  Tektronix  A7704  Acquisition  Unit  with 

1)  S-6  Sampling  Head  and 

2)  S-53  Trigger  Recognizer 


9 .  Tektronix  TDR/Sampler 

10.  Tektronix  Amplifier 

11.  Tektronix  Oscilloscope  Camera  C-27 


APPENDIX  B 


SQUARE-PULSE  RESPONSE  MEASUREMENT  EQUIPMENT  LIST 


EQUIPMENT 

1.  Exact  Model  508A  Log  Sweep  Function  Generator 

Ramp  Mode  -  TRIG 
Ramp  Time  -  100  msec 
Mode  -  TRIG  PULSE 

Range  -  100  Hz 

2.  Hewlett-Packard  1900A  Pulse  Generator 

Output  50  Ohms 
Volts  into  50  Ohms 
Amplitude  2-5 
Offset  0-2 
Width  100-lK  nsec 
Time  Interval  10-100  micro-sec 
Rate  2.5K-25K 

3.  Tektronix  FG  503  Function  Generator 

Trigout  2.5V  into  600  Ohms 
Function  -  Square  Pulse 
Frequency  -  200  Hz 

4.  Tektronix  PG  501  Pulse  Generator 
Trigout  >  IV  into  50  Ohms 

5.  Hewlett-Packard  6515A  DC  Power  Supply 

6.  Hewlett-Packard  3435A  Digital  Multimeter 

7.  Keithly  177  Microvolt  DMM 

8.  Tektronix  7104  Oscilloscope 

a)  7S11  Sampling  Unit  with  Type  S-4  Sampling 

b)  7T11  Sampling  Sweep  Unit 

c)  7B92A  Dual  Time  Base 

d)  Oscilloscope  Camera  C-27 

9.  Princeton  Applied  Research  (EG+G)  Model  4202  Signal  Averager 

10.  Hewlett-Packard  7044A  X-Y  Recorder 


APPENDIX  C 


INPUT  PROGRAiM  FOR  ELECTRON/PHOTON  TRANSPORT  ACCEF 


CROSS  SECTION 

1  MATERIAL  IN  .788  p  .212  DENSITY  4.78  SUBSTEP  40 

2  MATERIAL  GA  .482  AS  .518  DENSITY  5.32  SUBSTEP  40 

3  TITLE 

4  100.0  MEV  CROSS  SECTIONS  FOR  PHOTOCONDUCTORS 

5  ENERGY  100.0 


.  MONTE  CARLO 

1  ECHO  1 

2  TITLE 

3  ...  100.0  MEV  KEIPPER  TEST  PROGRAM 

4  *************************ge0METRY****** *********  ********* 

5  GEOMETRY  1  0 

6  RPP  0.00  0.50  0.00  0.10  0.00  0.05 

7  SPH  0.00  0.00  0.00  2.0 

8  SPH  0.00  0.00  0.00  4.0 

9  END 

10  Z1  +  1 

11  Z2  +  2  -  1 

12  Z3  +  3  -  2 

13  END 

14  0.0025  33.5  267.9 

15  *MAT  ECUT  PTCZ 

16  1 

17  0 

18  0 

19  *************************soURCE************************** 

20  ELECTRONS 

21  ENERGY  100.0 

22  POSITION  0.0  0,0  0.0 

23  RADIUS  0.5 

24  DIRECTION  0.0 

25  CUTOFFS  0.05  .001 

26  ***********************ouTPUT  OPTIONS******************** 

27  ELECTRON-ESCAPE 

28  NBINE  10 

29  PHOTON-ESCAPE 

30  NBINE  10 

31  ELECTRON-FLUX  1  1 

32  NBINE  10 

33  PHOTON-FLUX  1  1 

34  BNINE  10 

35  ***********************othER  OPTIONS********************* 

36  HISTORIES  100000 


NVMonad 


PARAM(lfnS  lOR  itfN'  Ilv  tiifr 


r 

t 


T'TTT'TT 


S7Be  OI  O  Onii<>M)U  1.17Ge  O?  4.6J5£!  03  l.tB7e-04 


JCOCOOCOCCOOCOOCCCCr 


B  tt  •  «  «  «  «  4 
0*C<N«i09i< 


>^«a(O0t«0inr*>Ci 
BOnvaotrif^  •**» 


ft  e  9  •  ft: 

O  «  •  ••  O  « 

V  fs  ift  n  C»  irt 

^  —  fx  ♦  o\ 


&eftCftftftftftft&‘ooftiftfts;< 

»S'rnBnnioif>*oe*a^‘*>**npxi; 


>OOOOOOCCOCOOOC5CCCC 


';5vnnon<roC'f 


5r^*rCO'rfN{^crrr*»C‘2f^-C*^“* 

xp<«nnr»nvv*re«rjnif!iftifl;flOCir 


B  ft  ft  ft  ft  ft  ft  ( 
xnonBBriu 
B«ei«BOv5 


BOftftftftftOftft 


OOOOOOOOOOOCOOOOOCCOOCC^ 
ftftftftftftftftocftftftftftcftftcftc.':.!. 
if)fxOO(Sisnfs^ff'p‘C*vt''OOcc'^^cr.  C' 

f*^5'*r5iOP*or>»C'«i^cxf«‘r;c'OfsCC'0“'r* 


t  X  -xx  X 

J  o  5  o  c  5  ^  t 


ooooooococoooooocoooocoooo 

oftcu^eAiaftftttaftftgcftOfteftftftftftftftftftftftftftftftftftftftftft&ftftftftftftftC'ftftC'ftift&t’ftt'itft 


ii  ft  ft  ft  ft  e  ft 
X  r«  ft!  ^  «  Pi  O 
*  f*  «  PX  fo*  (rt  tf> 


osoc5ocooccococ8S8 


I-  ft  ft  ft  ft  ft  ft 
li  P«  O  ®  P»  O  P> 
“Jjono'tf'  — 
f  •  O  ®  O  •  n 


ft  ft  ft  ft  ft  ( 
Px  Px  px  xr  px  c 
p*  p«  O  •  ®  ' 

®  p«  ®  o  e  e 

«»  40  tf»  ®  ®  U 

SSScSe 

ft  ft  ft  ft  ft  i 
r«.  O  P>  C  -  ft 
«  p»  »•  'ft  Pi  C 

xp  ®  P»  ®  O  P 


dOOOOO&OOOC 


•  TO®®w‘>i.^ir)Op*i 
BPiCO^P^Pi^lOBa 

liftftftftftftftCftl 
itf>C*«NnP'  —  »x 
•xpCiOPxfxPift  —  "x-i; 
BOP*iriW*»P»»xT« 


:ftftftftftftftftft< 
!  ft  *»  —  O  «•'  ft  P»  Pi  C 

•-p.nftOPxft-ft' 
x~O®®P>r-ft®i0u 


U  ft  ft  ft  C  ft  ft 
-  ^  *0  X  p> 

r»  Ci  c  -  P*  Pi  .n 
X  px  o  Pi  Pi  n  Pi 


ft  ft  ft)  ft  ft  < 
ft.  X  C  c  «0  ^ 
®  X  O  Pi  lO  c 


;ftft'ftiftftft&'ftb< 
5  Px  px  «  C  O  x?  Px  '-“  Pi  - 
.-tficve*xTC'®'*»i 
!i®®®r»p‘e3iv'0* 


xrxpxrxrtPxPxrxPxpxPxPx  — 

:oooocooooooo 


DftftiftftftftCftft 
iX'fte«'^®o  —  o 
■•C*?«Pi*xrx’5'*^ 


ft^ftftftftiftftftOftCftftftteC:!! 


JOOOOOOOOCOCOOCCCCCC"' 

;C:ftftftftftftftftftftftftftftftftftftt 
r<ft”i.“‘Ntfiifto*r’a5'^’pi.“>CPxC’*‘“.“7  . 
.CP  ;*rCC-f''ft®r‘OCP.Pi-ft  —  -r.  . 
*eOPi®oo»-— mo®  —  ®tfi'p-0-pxt 


QftftftftCAOOftftftftftftftVftftftftftftftOOftOftftftftCftl 
^•“»0~®P"®”'“«0<^«P>®Pi'^*n*'Jiftr"PxC'7iC>®4n®  —  Pir^p 
«»®px  —  "iffiPxPxP»fx^c»0®ft-tfi^*PC'»rx®OPixp^nPxPxn«®ff'< 
ftBOxpOiWPXPxPiB  —  wxomxrftWPxBx^  —  ^^OO  —  P’®OtOPxO< 
p4P)in®p«Qi^nmp*OP«io®Pi®O(nO«o*®40c«O*p*pi^tfir>.sOp«x 


ft  ft  ft  ft  ft  c 
D  ®  O  ®  <*>  ® 
-  Ji  tfi  P-  ®  p« 

X  ®  px  O  •  ® 
p  O  —  ▼  P»  o 


V  ft  ft  ft  ft  ft 

<p  T  «  n  o  p* 

®  O'  lO  *"  0  *o 
—  —  ®P)tfa  — 
«  B  PI  r»  p«  • 


ft  ft  ft  ft  ft  ( 
ifi  rx  »  a  —  p 
px  lO  ®  a  «  «j 
n  o  D  r  ®  X 

9  »  ®  X  o  * 


c  Pi  X  -  f'- 
®  ®  a  px  c  PI 

"X  D  V  X  ^  fli 


ft  ft  ft  ft  ft 

p«  ui  C  C 

px  rx  o  c  n 

O  ffi  O  px  p* 


•  pxnrtPinrinnvvinBBBP'pxaax 


,p.# 


24jl»*Ot  I  5!>)oW>0  2  4 

5JSbe*OI  I  56le‘00  2  ‘JI8fiOO  4  47‘1e»HO 


IID-R1C4  413 
UNCLASSIFIED 


IW>:FE  AND  aAAS:CR  PICOSECOW  PHOTOCOHDUCTIVE  RADIATION  2/2 
DETECTORS(U)  NAVAL  POSTGRADUATE  SCHOOL  NONTEREV  CA 
P  J  KEIPPER  DEC  89 

F/G  10/4  NL 


»o9ooo9ooooooeooeo383S8SS888888siSi 


BOftoeovsv******* 

«On«nnf>»i0OO««O«Q0 

»0*ui«nio«rj«0O«nooo 

!»00O»  —  —  e»e*«n0«ft0r* 


^*0iA0in0M«*0«09On0000wr^r«Q*inntfio*040n 


r«Mr*nnnw0t0« 


coocoaoooooooooooocco 


II  c  c  « 

1  O  e 

*  —  c  ^ 

> «  o  - 


c  t  ft  »  a  & 

c  ^  -  o  5 

^  r.  la  ff' 
f«  r»  ^  4.1  *0  r» 


ft  O  ft  ft  ft  ft 
—  e  n  a  ^  o 
un  o  1.1  •  « 

Cl  O  c«  n  tf)  o 


C  O  ( 
C  ft  ( 


>  n  r*  rt  n 


«  9 
«s  n  n 


3  00 

>  ft  ft 
•  w  C» 
5  <1  <S 


oooooooooooooooooo 


c  oo  c 

ft  ft  ft  ! 


^  O  0  9  n  tft 


»  n  «  ^  ^  « 


30000000000 


D  ft  ft  ft 
•  »  «  C» 
3  «A  (A  9 


ft  ft  ft  ft  ft  ft 

(.1  C  9  .a  O 

O  ^  ^  O  ifl 

9  —  9  f*  O  — 


e  ft  ft  ft  ft  ft 
«  -  f  o  9  O 
^  O  rj  0  V  « 

n  «  lA  0  a  o 


«in000f»009«“**»»»»« 


«  0  C 
At  C«  A«  < 


5<*» 

0000n0O00Akf>f^p>r^saao00 

oooooooSBSSSSSSSSSSS 


O  0)  9  S 

888S 


0  r* 

n«^0000f« 


ftftftftftftftftftftftftftC 

»»‘r»O»9A.0P»009fv0i; 

n00nvnsf«.r^eCv0« 

0*»^»*-9f»O*r«»iO0« 


3  ft  C  ft  I 

1  p-  a  -  « 

>  ft  c  •  e 


b  ft  c  ft  ft  ft  ft 
■!  C  “*■  c  wi  a  9 
r  a-  —  a  a  !*• 
:  9  n  0  o  ft  a 


a  ft  ft  ft  ft  ft  < 
a  »*<  ft  0  ft  r 
A<  9  s  9  <*«  0  u 
r?  Ai  n  0  < 


300 
U  ft  ft 


•  9  "*  0  —  :r-  - 


o  o  { 

ft  ft  5 
0  ft  r 


300 

»  ft  ft 
3  0*** 


ooeccoooooooocoo 


f  0  C  0 


ft'ftftftCftftbftftft-ftftftftft 
0*»~»9iN**ft— cc{‘«ft0n0i.‘' 

—  —  —  —  —  PV^** 
9C*f^9ftiA0^‘09O“<S9ft 


C  O  C 
ft  ft  ft 


—  ••r»fi«AtPtnnftftft00O0f».p 


^fMCtAtPtPtPlAtPlP 


^(innrrfir-f 


ftftftftdeuftft«ttft«a«ftft< 
tf9n00ft-‘ft0  —  nOft0n0  —  p 
•  O90n9ft9np*999P*9OA*P 
nn(nft0000p«r^a0000Citftfl 


^999 

99999999999999  9  9  9  9  9  9 


ft  ft  t 

0  0  <1 

9  9  « 


I'  ft  • 

*  At  -» 
I*  9  9 
Ft  9  9 


ftfteoftftftftftftftftftftftc 

ft00*»p»00OD999999C 

999999999999999C 


9  9  9  9  9  9  9  9  9999999999999^*^* 


30000000000000000000000000000000C 


If  ft  ft  ft  ft  ft  < 
1  ft  O  »  0  »  P 
1  ft  wl  •'■  *  0  P 
S  0  O  <N  0  A>  < 


ft  ft  ft  ft  ft  ft  ft  < 
i0p»o9p'9e 
nO*0ftp*ft(d 
•  —  0  9ft90« 


e  ft  ft 
9  —  ft 

n  0  n 
0  0  O 


ft  ft  ft  ft  0  ft  ft  < 
A.t«.A«ftrtr»9p 
-  00  O  *<sft  p 
•A*A»ft00P*<l 


JftftftftOftftftft 

100i.10P*Oft9i^ 

'•O0P*O00»A»« 

>nft00OAift00 


ft  ft  ft  ft  ft  ft  c 

0  9  9  p»  ft  r» 
At  *  O  9  0  0  ft 
O  A*  ft  0  •*  9  • 


AtAt9naa«ftft00000^009*********AtAfA*«SAtAtAl<*»99anftftftftft00  0  00  0  0 


rr  55 


:ii5£Sii52?8SS2SSS?S8SSi8; 


3COOCOOOOOOCCOOOOSOS 


ii  ft  ft'  ft  ft  9  4 
:  0  0  ft  9  a  « 
n  C  p»  0  9  a  If 
D  O  *  a  ft  « 


b  ft  ft  ft  ft  ft  ft  ( 
na«a990p 
r»a099  —  0< 
DCaa0«OP 


ft  ft  ft 
0*0 
a  0  0 

0  0* 


0  ft  ft  ft  ft  ft  ft 


B  9  -  -  -  -  - 

I  55555^ 


•aaaaaaa 


9*090 

r  0  0  0  0  0 


ft  ft  ft  ft  ft  ft  ft  ft; 

aaa^ooa** 

00**ac*aao 

a0a90OO*a 


ftftftftftiftftftft 

a0a0a*ap»a 

r».»*9P»0a*o 

aa0000a09 


ft  ft  ft  ft‘  ft  ft  ft 
9  0  -  9  •  wl  C 

0  P*  0  0  «  « 

9  ©  •  a  a  0  0 


:  ft  ft  ft  1  ft  ( 

.  •*  0  -*  s  0  : 
•  *  a  a  0  0  a 
1  a  a  a  a  a  p 


888888 

4  i  I  ft  ft  ft 

•»■  C  0  a  -  a 


aa00000000aa009****« 

S8888888888888S??St?888888SS5888??88 


:  ft  ft  ft'  ft  ft  ft  ft 
P  0  C-  a  O  ^  *  -0 
.•r>..>r<.in90a 
-^00990* 


ftftftftftiftftftft 
O0C*«90-a 
*C9C  ••aaaa 

aaa00r>0O* 


ftftftftftftftftft 

*0p»00i;090 

000*aooa0 

a0r>»9a00*0 


ft  ft  ft  ft  ft  ft  £ 

a  p»  5  0  r  a  C 

p*  9  0  0  *  a  « 

0  a  a  a  *  V  C 


300000000000000COOOOC 


aaaaaaaaaanaa00000000a*»09 

5oo8SS88S888SS8S88?S£SSSS 


3ftftftftftcs90ft«ftftttft«ft; 
C00acaffa*A*0aaaap<p»«« 
n«a0  0  0  0Oa0«traa0«0  —  p 

ta000Oa0aOap»*0O0”a 


ft  ft  ft  ft  c  ft  ft  ft* 
00*90000 


ftftftftftftftClC 
noa*»aa*  —  9 
—  99*9a»»ap* 
09*0O9a00 


ft  ft  ft  ft'  ft  ft)  ft 
O  a  a  a  «  V  0 

o  -I  ^  fs 

a  0  *  0  •  a  0 


0  0  a  0  9  *• 


>'aaaanaa^^0000a09**v****w(i«aaanap 


SSSS8888S8883888S888S8888SS88888888S8888SSS8888888S 


.  «  9  9  «  «  4 

:  O  a  a  n  9  tf 

T  0  0  0  O  0  “ 
•  a  a  a  a  a  p 


1)999  ft'  9999949999904 
•  9  o  0  0  O  0  0  0  0  0  O  0  0  c»  wi  0 
■*9C*aa*p0oa«^5»*, 

'•anaaaaaaaaa^^*r00«r 


990999999 
Oa  900  —  “♦  a 
0^'  000000 


Oftftft99999( 
aaco0a  —  ©o" 

*0  0wa0©5\*»r»aa^  —  0«* 
b*  00  0  0W'l  0000000000  — 


Ctv- 


O  •l  « 

#• 


■> 


r-^ 


■  NUIIVXII  O.U  III  IHIMII 


Of  OUlJll 


SON  nr 


irNC'iIM  OF  ilECTRON  CUOSS  SF<linn  UirPGF  r.Rll) 


OMUMOER  ESlAI'E  fHACIUlNS  K  UN  AfJO  PlHlIIlM  (.irifRAlfli  rilCIROMS.  ANrilMI  I  A I  KUI  RAOiAIIOU.  K  X  PAvS  (MAIfRIAl 

0  lOIAI  ESCAPE 

kMUK  P  sec  ANtllH  f  <  HAVII)  K  X  RAVf2)  K  X  RAti.Jl  K  X  RAY(4)  K  X  RAV(5) 

1  4bM  03  3  6  Inu  Ob  19  r>  {m>«>  06  7 1  I  M<»  ()3  7  O  O0e*0O  99 


OtyX)  ■  01)  JXHMI  1  l‘.)e  04 


Ari(.lil  At'  lilSIPlItiM  lUHS  Ot  IS<Af|rJ<i  llttipori. 
(tatmm  SV.  r«)ffMAI  l/Ff>  lo  UN£  ItH.iOtNI  fMU  H  tl  t 


7no  06  lo 


OOUO  00  (kk»0 


OIKM)  o/  •  OfUtO  08 


ntc  FMIUR  IG 


d  d  d  4A  n  o 
g  o«i «  bo 


tf>  n  «D  ^  • 

8«  r<»  (0  *  ir> 

lA  M  «  Id  c 

id  r«  »  iA  B  « 

lA  ♦  •  o  e 

a  o  o  o  • 


>  ^5 

M  3  I 


0^5 

f  »«  5  ^  ^ 

»  »  C  ^  ^  s 

fN  Z  Q  «  5 
O  — C^O-*2 

O  ku  *  >  O  Qc  * 

>  «M 

-  z  s 


T>»'»ao  —  f^a< 
«M«  oc^Ss 
’^Soacornse 
OovOmOmO'-Js 
■ »  Z  u 
3wfO«*wO«* 


S  S  3  3 


Hi? 

(O'*  ! 

X  f 

1 

«  BB  -  —  Of* 

o  f*  o  e  •«.  5  © 

B 

=? 

*  *55  5 

1?£  i 

e 

•  —  f*  e  •*  »  5 
•*  V  —  o  c  —  5 

«  B 

ssss 

a 

^83  ; 

5 

P  0  B  ♦  B  «  B 
OCOCOBC 

i 

S  B 

o  B 

OOOOC^B  n 


?  o  o  o  o  e  o  B 

SSigll  8  S 

.QOcOO  ®  * 

s58I^S  8  8 

cO^obb  c  b 


p«  *  rt  «  r*  a 

S  go  id  N-  n  a 

u  di  Id  « 

V  B  0  7  p«  r 

id  ▼  n  n  “ 

idOOOOC 


3QOP‘OOOnOr<i<OO^^vidBBf>(r<r> 

^5aBanO<^Ov-Pito«nff>vcSfv0i» 

^pprtpinidnmvvOwidBOiP^'OO^ 

rOOOOTTTT*””'OC^**“f^P«P«^ 

iinn«»»OOOOOCOw«Ptf>nnidn«f 

B-oCOCOOOOCO^OCOOOe«in- 

dOOOOOOOOOOOCOOOOObnu 


iPidf«»nBnOf 

-  r»  ••  o  d»  •  c 
10  m  Id  n  B  r 


300p«p»oootnp«^<o2np»pidov«io^ 
505PPO«p«o^  —  i«f>*BO««pd»fl 
ipp®nOiOWWo^*^*'»f^*B»dii< 
500  —  —  —  —  —  —  —  ^Ono— PP  —  « 

lSooo8888888'*oSo582oS 

*bobbobbbobb<bbbbbbp« 

—  a 

o 

o 


kwr^iOM  —  NO  n 

•*eOBN*r«.  c 

USkBCkdiPP  — 

••>9<9kBNr«P  c 

tkStdiBBPV^  C 

UiBPPOiBO  C 

Sooooob  b 


55'r'rp.  (N»»^o  * 

oBBBBBOC  5 

•oooeooc  0 
< 

-N-PBBB©  n 
- 

—  diflruftBi^PB  — 
C'ff'CPP^—  — 
CBOOCMOPC  O 
•“Bd'BBB-C  5 

20000000  C 


J 

rvifi»»*NC  —  e  p 
sr*L*ttfNOf^c  ?»■ 
:7iBP*«’C'^B  p 
s  O  T  T  ^  C  r^r.  «s 
iBPr’BPPC  C 
BdiBOiBNC  O 

-boobooe  c 


JPN  — 

rfC'^'ONCO  —  P^ririNv 

.Bff*BN0r'r»nr».00CC 

:Bo*d*e^Be-coc525 

:Bef»BBBPo5o5i55 

eoooooooooooob 


BNupOf<ipr»pvn>»«pNp 
*npc'OPPBpn  —  Bpi^f*^ 
r  N  B  B  s  P  ^  O  p  B  N  O  O  C  C 
}nifeBBBSr'«p"‘PCQpO 
anOBBBBBBNOOOvOO 
«n  B  0>  B  B  B  P  o  5  O  O  0  O  O 

Bo^bobobbboboooo 


m 

:i?!3 


m 


•>.-.-.-J 


'•  *'•/ 


^.v.v 


f  .•  V 


'“•  •'v 


JBRSeWSCWW 


V  V  V  "/  V  V  V  V  V  •-•  '  •  •-• 

■  *t  O- V  •-0-.*  ■-r  L*«VO  •_  V 


•‘  »"  '*•  S*  *1*  •.*  *W* 


DfAl  0*U  FOR  BOUY  3  IS  SIOnCD  IN  IPD  ARRAY  IIM'AIKRIS  11  IIIROMOll 
SPM  U.OO  QUO  O  OO  4  O 

RIAL  OA1A  rOR  eoov  3  IS  SlURiO  IN  FPO  ARRAY  lOCAIlMlS  |7  IIIROUCII 


AMiUll  AH  niSK^IUMIMHlS  Of  IS('AfMN<i  CIltlHfirj'; 
INUMllfP/SR.  NOHMAlIzri)  ID  ONE  INCtOENI  f'AHIICIf) 


8SS888S888 

bbbbobbobai 


ggsggggsgg 

S8sS88lS8S 

COOOOOOOOo 

8888888888 

64ifrcai'CoI;)& 

SSeSSisSs:: 

OOCOOOSOO?^ 


e$xSSx$5::ic 


C  ff  -  O  T  9^  T  C.  9-  T 

SS8888S8S8 

§  iiliiiilis 

9^  obboboooon 


iSiSiSBiis 

SOOOOCOCOr! 


.  i  t  C  i  t  t  c 
X  2  s  X  5  X  X 


-•  C  o  o 

a  o  ▼ 


ar  s 

••-235 
I-  -SS 

S  «  ^ 

2  >  a  9  O 

<  a 


ocooooocooocoooooo 

jOUri(sa  —  x«*r. 

C(j»coC‘Nnrfi— —  —  — 

R22Sg;229225222gg2 

xxxxxxxxsxixx»x22'* 

5c55b255e55c5c<5e55 


&  fr  Cl  C  U  Ii  6i  Oi  0  A' 

S3S8S8S822 

obboboob-n 


888888885^ 

oaXt-aaalst 

8S8888S8S5 

ocbooooo-' 


iSS8888|88 

r&c:e&Ic‘Cft:a> 

882iil88?2 

cb^»©©c©c-b 

©ff'©o*«>rinis«' 

S||88888SS 

o«>o»a>c<B«cc>a> 

*^22222'®^ 

tf)00©000«vr» 


^2r22 

55-5* 


W  y  —  W  a' 

I/*  ©  -  • 

iM  5  a  c  c 


<  n  « 
t  O  -  - 

o  ® 


C  C-  A  C  C  C  C  C 

5BSBS5B5 

©oooo©oo 


2  0  0 
o  •-  ^ 

a  8  N  ®  8 


^  SS888888 

I  iiiiiiii 

•  55558555 

8  ©©ooo©oo 


5-522 

i;-5^ 

:  >  a  ©  © 

<  a  1“  -  p» 


“  -i55 
u  g  I  5  5 

feii8£ 


r  i  j  i  i  4 

;ssiss 


<  ft  t  C  »  0; 
:  2  X  2  2  2 


ooooooooooooooocoo 


OOOOOOOOOC  2 
COftiaiV»4>ftC4i 
O—  a  —  94  —  0®«n 


2222202222 

x2x2x2<x25 

SSSiiiSie? 


8000000000 


/.y.-'C-'.- 


20  OOlXJ  lo  «HHH)  o  onclOO  99  O  0OoMH>  9’»  O  0«h‘MMJ  99  O  OOc*<H>  99  0.00»*Mii>  *>•)  O  99 

to  00(X)  -  0  40(11  3  ?ri«>  06  II  3  65e-06  11  7  640  iKl  71  4.100-0G  15  3  90o  <>«i  15  .1  37o  06  24 


:sT  OF  r: 


c 


Lcs  Axamos  Electronics  Division  Research  anc  Develc 
Technical  Report,  Picosecond  Photoconductors  as  Rad 
Detectors ,  by  R.S.  Wagner,  J.M.  Bradley  and  R.B.  Ha: 
November  1985  (unpublished) . 

Berger,  M.J.  and  Seltzer,  S.M.,  Stopping  Powers  and 
Ranges  of  Electrons  and  Positrons,  U.S.  Department  or 
Commerce,  Washington  D.C.  20234,  1982. 

Rohrlich,  Carlson,  R.C.,  Physics  Reviev;  93,  39,  1954. 

Rudie,  N.J.,  Principles  and  Techniques  of  Radiation 
Hardening ,  2nd  ed.,  v.  2,  pp.  14-38,  1980. 

Corbett,  J.W.,  Electron  Radiation  Damage  in  Se.mi- 
conductors  and  Metals,  1st  ed..  Academic  Press,  Hew  Y 
p.  3,  1966. 

Vavilov,  V.S.,  Effects  of  Radiation  on  Semiconductors 
Chapter  V,  Consultants  Bureau,  New  York,  p.  196,  1965 

Seitz,  F.  and  Koehler,  J.S.,  Solid  State  Phvs .  2,  307 
19  56. 

McKinley,  W.A.,  Jr.,  and  Feshbach,  H.,  Physics  Review 
74.1759,  1943. 

Willardson,  R.K.  and  Beer,  A.C.,  Semiconductors  and 
Semimetals ,  vol.  4  Physics  of  III-V  Compounds,  Chapter 
Academic  Press,  New  York,  1963. 

Dienes,  G.J.  and  Vineyard,  G.H.,  Radiation  Effects  in 
Solids ,  Interscience  Publishers,  New  York,  1957. 

Kinchin,  G.H.,  and  Pease,  R.S.,  Rept.  Procr.  Phvs.  13 
1,  1955. 

Snvder,  W.S.  and  Neufeld,  J. ,  Phys.  Review  97,  1637, 
1955. 

Chaffin,  R.J.,  Microwave  Semiconductor  Devices: 
Fundamentals  and  Radiation  Effects,  John  Wiley  and 
Sons,  Inc.,  New  York,  1957. 


James,  H.M.  and  Lark-Horovitz , 


K.,  2  Ph'.-sik.  C.hem. 


Los  Ao-ancs  Electronics  Division  Research  ana  Deve-ccr 
Progress  Report,  FY  32,  tLA-9726-PR,  Photon-Contrclle 
Circuit  Elements ,  by  R.B.  Hammond,  pp .  3-24. 

Hammond,  R.B.,  Paulter,  N.G.,  Iverson,  A.E.  and  Smith 
R.C..  Sub-lOOns  Bulk  Recombination-Limited  InP:Fe 


Photoconductive  Detector,  Technical  Digest  of  the 


International  Electron  Devices  Meeting,  Washington, 

1981,  pp.  157-160. 

Bube,  R.H. ,  Photoconductivity  of  Solids,  John  Wiley  and 
Sons,  Inc.,  New  York,  196(3,  pp.  56-74  ,  '303-318. 

Rose,  A.,  Performance  of  Photoconductors,  RCA  Laboratories 
Princeton,  Photoc  nductivity  Conference,  John  Wiley  and 
Sons,  Inc.,  '•‘GW  York,  1954,  p.  3-33. 

Hammand,  R.B.,  Wagner,  R.S.,  and  Paulter,  N.G.,  "InPrFe 
Picosecond  Photoconductors,"  Proceedings  of  the  Conference 
on  Picosecond  Optoelectronics,  San  Diego,  1983,  SPIE 
Vol.  439,  pp.  192-196. 

Hammond,  R.B.,  Paulter,  N.G.,  Wagner,  R.S.,  Springer, 

T.S.,  and  MacRoberts,  M.D.J.,  "InP:Fe  Photoconductors  as 
Photodetectors,"  IEEE  Transactions  on  Electron  Devices, 
Vol.  ED-30,  pp.  412-415,  1983. 

Berard,  R.W. ,  Traverso,  T.J.,  Neutron  Form  Factors  frcm 
Elastic  Electron-Dueteron  Scatterina  Ratio  Exoeriments 


at  Very  Low  Momentum  Transfers,  Master's  Thesis,  Naval 
Postgraduate  School,  Monterey,  California,  June  1973. 

Barnett,  M.T.,  Jr.,  Cunneen,  W.J. ,  Design  and  Performance 
of  the  Electron  Linear  Accelerator  at  the  Naval  Post- 


gracuate  Scnool,  Master  s  Thesis,  Naval  Postgraduate 
School,  Monterey,  California,  May  1966. 

Hammond',  R.B.,  Paulter,  N.G.,  Wagner,  R.S.,  and  Springer 
T.E.,  "Excitation  and  Fe  Concentration  Dependencies  in 
the  Impulse  Photoconductance  of  InP;Fe,"  Appl.  Phys . 

Lett .  44  (6) ,  15  March  1984,  pp.  620-622. 

Sandia  Report  SAND84-0513,  ITS:  The  Integrated  Tiger 
Series  of  Coupled  Electrons/Photons  Monte  Carlo  Transpor 


Codes ,  by  J.A.  Halbleib  and  T.A.  Mehlhom,  Albuquerque 
New  Mexico,  1984. 


Defense  Technical  Information  Center 
Cameron  Station 

Alexandria,  Virginia  22304-6145 

Library,  Code  0142 

Naval  Postgraduate  School 

Monterey,  California  93943-5100 

Dr.  Robert  B.  Hammond 
Principal  Investigator 
Los  Alamos  National  Laboratory 
Electronics  Research 
P.O.  Box  1663 

Los  Alamos,  Nev;  Mexico  87545 
Dr.  Edith  G.  Leighty 

Pathology , Pharmacology  and  Toxicology 
Battelle  Columbus  Laboratories 
505  King  Avenue 
Columbus,  Ohio  43201 

Prof.  F.R.  Buskirk,  Code  6lBs 
Department  of  Physics 
Naval  Postgraduate  School 
Monterey,  California  93943-5100 

Prof.  J.R.  Neighbours,  Code  61Nb 
Department  of  Physics 
Naval  Postgraduate  School 
Monterey,  California  93943-5100 

Don  Synder,  Code  6lDs 
Department  of  Physics 
Naval  Postgraduate  School 
Monterey,  California  93943-5100 

Lt.  Phillip  J.  Keipper,  USN 
1653  Fourth  St. 

Portsmouth,  Ohio  45662 


